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of reduced overlap with healthy tissues. The PTV overlap 
with bladder and rectum was reduced from 108 to 60 ml and 
from 25 to 17 ml, respectively, as a consequence of tighter 
margins and the fact that smaller mpITV subranges were used 
in the plan library. The mean number of plans in the plan 
library was only 3.2 (range: 2-5) for the 5-mm updatable 
strategy. On average only 0-2 (mean 0.9) updates were 
required per patient during the fractionated treatment. 




Conclusions: Our results indicate that an updatable plan 
library can significantly reduce irradiated healthy tissue using 
only a limited number of extra plans. Because of the low 
number of library updates, and because the limited number 
of library plans, the proposed approach should be feasible in 
clinical practice. 
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Purpose/Objective: To develop a comprehensive long-term 
quality management program (QMP) for image-guided robotic 
small animal irradiators used in pre-clinical radiation therapy 
(RT) research. Modern pre-clinical RT research requires high 
precision and accurate dosimetry to facilitate the translation 
of research findings into clinical practice. Several systems are 
available that provide precise delivery and on-board imaging 
capabilities, creating the need for an efficient QMP. 
Materials and Methods: Protocols were developed and 
implemented to assess the dose output consistency (based on 
the AAPM TG-61 protocol), cone-beam CT (CBCT) image 
quality and object representation accuracy (using a custom-
designed imaging phantom with air cavities for measuring 
resolution consistency and materials of varying CT density), 
CBCT-guided target localization and consistency of the CBCT-
based dose calculation. To facilitate an efficient read-out 
and limit the user dependence of the QMP data analysis, a 
semi-automatic image analysis and data representation 
program was developed in MATLAB. Details related to the 
proposed dosimetric and imaging tests are presented in Table 
1. 
Results: We present the results of the first 6 months 
experience using the suggested QMP for our small animal 
radiation research platform (SARRP), with data collected on a 
bi-monthly basis. We established that the dosimetric output 
consistency was within ±1 %, the consistency of the image 
resolution was within ±0.2 mm, accuracy of CBCT-guided 
target localization was within ±0.5 mm, and dose calculation 
consistency was within ±2 s (± 3 %) per treatment beam. 
There was considerable variation in image intensity across 
the different x-ray densities of the imaging phantom, 
exceeding ±1 standard deviation, something that was 
attributed to the detector calibration preformed before each 
quality assurance session. 
Table 1. Recommended tests and tolerance levels based on 
our 6-month experience. 
 
Conclusions: Based on our results we propose the tests and 
tolerance levels provided in Table 1 to be used with the 
proposed quality management program, on a monthly or bi-
monthly basis. This should provide sufficiently rigorous 
quality assurance to detect inconsistencies in dosimetric or 
imaging parameters that are beyond the acceptable 
variability for a reliable and accurate pre-clinical radiation 
delivery system. 
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Purpose/Objective: Cone-Beam Computed Tomography 
(CBCT) is progressively more used in clinical practice to 
ensure precision in target localization and patient positioning 
required by new radiotherapy treatment techniques. 
However, intensive use of image guidance procedures could 
add a significant extra dose to normal tissues and potentially 
amplify the risk for patients to develop radiation-induced 
cancer. Therefore, there is an increasing interest to evaluate 
the dose delivered by CBCT scans. The most accurate tool to 
evaluate this imaging dose is the Monte Carlo (MC) method. 
To this end, this study aims at developing a MC-based dose 
calculation tool to compute the imaging dose, and to validate 
it in pre-clinical conditions against dosimetric measurements. 
Materials and Methods: The new version of the MC code 
PENELOPE developed in C++ in our lab was used in this study. 
A detailed modeling of the ELEKTA X-ray Volume Imaging 
(XVI) CBCT unit, including the incident electron source, the 
anode, the inherent and additional filters, the S20 and M15 
collimator cassettes and the F1 bowtie filter, was performed. 
First, the XVI model was commissioned in static acquisition 
mode (2D) by comparing simulations results against 
measurements of Half Value Layers (HVL) in air, of depth 
dose curves normalized to 1 cm depth and dose profiles at 1 
and 5 cm in depth in water. The HVL measurements were 
performed following the recommendations of the AAPM TG 61 
using a Farmer ionization chamber (PTW, type 30013). The 
water measurements were carried out with a 0.3 cm3 
cylindrical ionization chamber (PTW, type 31003) and for 
